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Abstract—Mechanical properties of the arterial walls are 
significantly altered by atherosclerosis, and various studies 
have been recently conducted to measure the regional elastic 
properties (radial strain) of the arterial wall. We have devel-
oped a phase-sensitive correlation-based method, namely, the 
phased-tracking method, to measure the regional radial strain. 
On the other hand, the measurement of blood flow is an im-
portant practical routine in the diagnosis of atherosclerosis. It 
would be useful if the regional strain of the arterial wall as well 
as blood flow could be assessed simultaneously. Such measure-
ment would require a high frame rate of several kilohertz. In 
this study, acquisition of ultrasonic RF echoes at a high frame 
rate (about 3500 Hz) was achieved using parallel beamforming 
in which plane waves were transmitted only 3 times and re-
ceive beamforming created 24 beams for each transmit beam. 
The accuracy in measurement of the minute radial strain was 
evaluated by a basic experiment using a cylindrical phantom. 
The error of the measured strain from the theoretical strain 
profile and its standard deviation were 4.8% and 9.5%, respec-
tively. Furthermore, the radial strain of a carotid arterial wall 
and blood flow were simultaneously imaged in vivo.
I. Introduction
Pathological change of the arterial wall due to ath-erosclerosis leads to a significant change in its me-
chanical properties [1], [2]. most conventional methods 
for noninvasive measurement of elasticity are based on 
measurement of the pulse wave velocity [3]–[6] or that of 
the change in diameter [7]–[10]. although these methods 
are useful in terms of their ability to assess the vascular 
elasticity noninvasively, the elasticity evaluated by these 
methods corresponds to the average elasticity in the direc-
tion of propagation and the entire circumference.
Elastography was introduced by ophir et al. to mea-
sure the strain distribution of biological tissue by cross-
correlating 2 different rF signals, namely, that before and 
that after deformation [11]–[14]. Then de Korte et al. ap-
plied elastography for strain imaging of the arterial wall 
with intravascular ultrasonography (IVUs), namely, intra-
vascular elastography [15], [16]. In the cited studies, the 
elasticity distribution of coronary atherosclerotic plaque 
was obtained by the measured displacement distribution 
in the radial direction. This measured elasticity distribu-
tion was compared with the pathological image, the re-
sults suggesting the potential for tissue characterization of 
atherosclerotic plaque by measurement of its elasticity.
as a transcutaneous approach, the displacement and 
strain around carotid atherosclerotic plaque have been 
measured using tissue doppler imaging [17]. The inhomo-
geneity of displacements measured upstream and down-
stream of atherosclerotic plaque suggests that artery-wall 
motion has potential for use in the evaluation of plaque 
vulnerability. Furthermore, studies on noninvasive vascu-
lar elastography have also been conducted [18]–[20]. In 
most of the above-mentioned methods, a correlation-based 
technique is used for the estimation of the displacement 
and strain of the arterial wall [15]–[18], [21]. also, in re-
cent years, iterative methods have been introduced for es-
timating 2-d displacement [19], [22].
We have been studying the measurement of the dis-
placement and radial strain (change in thickness) of the 
arterial wall based on the phase-sensitive correlation-
based technique and have developed the phased-tracking 
method [23]–[27]. Elasticity images of the human carotid 
artery have been obtained based on the measured strain 
distribution, and the potential for transcutaneous tissue 
characterization has been shown by classifying the elastic-
ity images using the elasticity reference data obtained by 
in vitro experiments [28]–[31].
on the other hand, the measurement of blood flow is an 
important practical routine in clinical situations, and the 
interaction between blood flow and characteristics of the 
arterial wall is also important in the diagnosis of athero-
sclerosis. Plett et al. measured high-frequency vibrations 
on the arterial wall around atherosclerotic plaque based 
on the doppler technique using a fixed ultrasonic beam 
[32]. They hypothesized that such vibrations were caused 
by turbulence of blood flow around plaque. such irregular 
vibrations and motion of the arterial wall may promote 
the vulnerability of atherosclerotic plaque.
The shear stress acting on the luminal surface of the 
arterial wall is an important factor of the atherosclerotic 
change of the arterial wall. Tortoli et al. developed a sys-
tem that simultaneously measured the distension of the 
carotid arterial wall and blood flow using 2 ultrasonic 
beams [33]. They measured the true blood flow velocity 
using 2 ultrasonic beams to estimate the wall shear rate, 
together with the distension of the arterial wall.
It has been reported that the artery dilates when blood 
flow increases because endothelial cells produce nitric 
oxide, which relaxes smooth muscle in the media, in re-
sponse to the shear stress due to blood flow. Therefore, 
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the endothelial function can be evaluated by measuring 
the dilation of the artery or the change in the mechanical 
property of the wall [34]–[36].
In these studies, blood flow and characteristics of the 
arterial wall (e.g., vibration and elasticity) were not im-
aged simultaneously. Therefore, it would be useful if the 
regional strain of the arterial wall and blood flow could be 
assessed simultaneously. such measurement would require 
a high frame rate of several kilohertz. In this study, a high 
frame rate acquisition of ultrasonic rF echoes (about 3500 
Hz) was achieved using parallel beam forming [37]–[42]. 
The accuracy in measurement of the minute radial strain 
was evaluated by a basic experiment using a cylindrical 
phantom. Furthermore, the radial strain of a carotid arte-
rial wall and blood flow were simultaneously imaged in 
vivo.
II. Principles
A. Parallel Beamforming
In conventional linear scanning, both transmit and re-
ceive beamforming are performed. Therefore, the frame 
rate, fFr, is determined by dividing the pulse repetition 
frequency (PrF), fPrF, by the number of beams, Nbm. 
Typically, frame rate fFr is about 140 Hz when fPrF = 
10 000 Hz and Nbm = 72.
on the other hand, only receive beamforming is per-
formed in parallel beamforming. many beams are created 
by receive beamforming for each transmission of a wide 
beam. For example, a frame rate fFr of about 3300 Hz 
can be achieved when fPrF = 10 000 Hz and the number 
of transmissions, Ntr, is 3. Parallel beamforming achieves 
a high frame rate at the expense of the spatial resolution 
because transmit beamforming is not performed.
In this study, a plane wave was transmitted using Nt = 
96 elements of a linear array probe equipped to a commer-
cial diagnostic system (α-10, aloka, Tokyo, Japan), and 
rF echoes were received by the same 96 elements. Fig. 1 
shows an illustration of one transmit-receive procedure. 
one receiving beam was formed using the rF signals re-
ceived by Nc = 72 of the 96 elements. Therefore, (Nt – Nc) 
= 24 receiving beams could be formed for each transmis-
sion.
The number of transmissions, Ntr, was set at 3, and the 
element number, {ni}, used for i-th transmission (i = 0, 1, 
…, Ntr) is expressed as follows:
 n N N i j j Ni = ( ) .      ( = 0,1,2,..., )t e t- × +  (1)
by performing receive beamforming for each of the 3 
transmissions, (Nt – Nc) · Ntr = 72 receiving beams were 
created. In the receive beamforming, focusing was per-
formed with respect to each sampled point in the scanned 
region. Pulse repetition frequency fPrF was set at 10 416 
Hz (observable depth: 74 mm), and a frame rate fFr of 
3472 Hz was achieved. In the present study, the rF signal 
received by each of the 96 elements was acquired at a sam-
pling frequency of 40 mHz for offline processing (receive 
beamforming, calculations of strain and blood flow).
In this study, the imaging plane and the surface of the 
linear array probe were parallel to the arterial longitudinal 
direction. Under such condition, the receiving beam at 
an angle, ϕ (in Fig. 1), of 90 degrees coincided with the 
arterial radial direction. Therefore, receiving beams at ϕ 
= 90 degrees were formed to estimate the radial strain 
of the arterial wall. For imaging of blood flow, receiving 
beams at ϕ = 70 and 110 degrees were formed. as shown 
in Fig. 2, these beamformed rF signals were combined for 
simultaneous imaging of the radial strain and blood flow. 
Images of the radial strain of the arterial wall and blood 
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Fig. 1. Illustration of one transmit-receive procedure in parallel beamforming.
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flow in the shadowed region in the right-hand side of Fig. 
2 were obtained.
The angles of the receiving beams for blood flow mea-
surement were determined by theoretical consideration of 
the magnitude of the grating lobe (see the appendix) [43]. 
by considering the parameters employed in this study, 
wavelength λ = 150 μm (at speed of sound c0 = 1500 m/s 
and center frequency f0 = 10 mHz), element pitch d = 200 
μm, and w/λ ≈ 1, it is found that the magnitude of the 
grating lobe becomes larger than that of the main lobe 
when the steering angle ψ0 is larger than 22 degrees. Fig. 
3 shows the ratio, γ(ψ0), of the magnitude of the grating 
lobe to that of the main lobe theoretically calculated by 
(10) in the appendix. Therefore, in this study, the steering 
angle ψ0 was set to 20 degrees, which corresponds to the 
beam angles ϕ of 70 and 110 degrees. The ratio γ(ψ0) at ψ0 
= 20 degrees (ϕ = 70 and 110 degrees) is 0.913.
The beamformed rF signals at ϕ = 90 degrees were 
processed as described in the following sections to esti-
mate the radial strain. For imaging of blood flow, a stan-
dard double delay line canceler [44] was used for high-pass 
filtering of the beamformed rF signals at ϕ = 70 and 110 
degrees. The power of the high-pass filtered rF signals 
was estimated and displayed based on the conventional 
power doppler technique.
B. Tracking of Global Motion of the Arterial Wall
as shown in Fig. 4, the position of the peak in the cor-
relation function c ikm( ; )t  between rF signals  s(x; km) 
and s(x = c0τ/2; km + i) in the kmth and (km + i)th frames 
at depths x and x + c0τ/2 moves in relation to the move-
ment of the arterial wall in the direction of an ultrasonic 
beam, where km is defined as the frame number of the mth 
key frame (k0 = 0). The region of interest (roI) in ultra-
sound data, which corresponds to the region for calcula-
tion of correlation function c ikm( ; )t ,  was determined by 
manually assigning the depths of the lumen-intima and 
media-adventitia boundaries,  x1(km) and x kN x m( ),  of the 
arterial wall in the first frame (km = k0 = 0) because an 
automated segmentation method was not developed in the 
present study. The roI position in another frame (km ≠ 0) 
is automatically determined by the procedure described 
below. The global displacement of the arterial wall must 
be determined from the sampled version of the correlation 
function (shown by the filled circles in Fig. 4) because rF 
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Fig. 2. Illustration of simultaneous imaging of artery wall strain and blood flow.
Fig. 3. ratio γ(ψ0) of the magnitude of the grating lobe to that of the 
main lobe plotted as a function of steering angle ψ0.
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signals {s(x; k)}(k: frame number) are sampled at a sam-
pling frequency of fS = 1/Ts. In Fig. 4, ΔX = c0Ts/2. is 
the sampling interval in length.
In conventional ultrasonic equipment based on linear 
scanning, as shown in Fig. 4, neither the frame rate fFr 
nor the sampling frequency fs are high. In this case, the 
displacement is estimated by finding the discrete lag  tˆ (= 
+Ts in Fig. 4), which gives the maximum value of sampled 
correlation function ck(1; τ) between rF signals s(x; k) 
and s(x + c0τ/2; k +1), in the direction of lag τ. Theo-
retically, the maximum tracking error is half the sampling 
interval (ΔX/2 = (1540 m/s)/(40 mHz)/2/2 = 9.6 μm). 
on the other hand, in parallel beamforming, frame rate 
fFr = 3472 Hz is much higher than that in conventional 
linear scanning, whereas sampling frequency fs is the same. 
Therefore, as shown in Fig. 4, the change in the position 
of the peak in the correlation function between 2 consecu-
tive frames is much smaller than sampling interval Ts. In 
this study, 2 frames  (= km and km + iˆc  = km+1 in Fig. 4), 
between which the global displacement of the arterial wall 
is closest to one sampling interval Ts, can be determined 
by finding the frame km + iˆc  (iˆc  = 8 in  Fig. 4), which 
gives the maximum value of sampled correlation function 
c ikm( ; )t ,  in the direction of frame  i at a certain lag τ (= 
+Ts in Fig. 4). In other words, the displacement between 
kmth and (km + ˆ)ic th  frames is determined to be c0Ts/2. 
The maximum tracking error in this case depends on the 
displacement of the arterial wall between 2 consecutive 
frames. It becomes (10 mm/s)/(3472 Hz) = 2.9 μm when 
the velocity of the arterial wall and frame rate are 10 
mm/s and 3472 Hz, respectively.
The lag τ (= + Ts in Fig. 4) at which the maximum 
value of sampled correlation function c ikm( ; )t  is searched 
for in the direction of frame is determined as follows: as 
described above, the displacement of the arterial wall be-
tween 2 consecutive frames is much smaller than the spac-
ing of sampled points in parallel beamforming. Therefore, 
it is sufficient to evaluate correlation functions  { ( ; )}c ikm t  
at lags  τ = 0, ±Ts, and ±2Ts for each i (= 0, 1, 2, …). 
When c i Tkm c s( ; )  [or  c i Tkm c s( ; )- ]  becomes larger than 
c ikm c( ;0)  in the  (km + ic)th frame, the frame, iˆc  (>ic), 
in which c i Tk c sm(ˆ ; )   [or  c i Tk c sm(ˆ ; )]-  is maximum, is 
searched for in the direction of the frame until  c i Tkm s( ; )  
[or  c i Tkm s( ; )- ] (i > ic) becomes smaller than c ikm( ;0)  or 
c i Tkm s( ;2 )  [or  c ikm( ;0)  or  c i Tkm s( ; 2 )- ].  Using this pro-
cedure, the difference (= tracking error) between the peak 
positions of the true correlation function and its sampled 
version is minimized as shown in  Fig. 4. as described 
above, the global motion of the arterial wall can be tracked 
by calculating correlation functions at only 5 lags (τ = 
–2Ts, –Ts,0, Ts, 2Ts).
by assigning km + 1 = km + iˆc  and updating the roI 
position as  xˆ1 (km + 1) = xˆ1 (km) + c0Ts/2 (or xˆ1 (km) – 
c0Ts/2), the above procedure is repeated to track the posi-
tion of the arterial wall throughout one cardiac cycle, as 
shown in Fig. 5.
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Fig. 4. Illustration of correlation-based tracking (PbF: parallel beamforming).
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after the removal of global motion by the above proce-
dure, the residual displacement uj(km) between the kmth 
and km + 1th frames at each sampled point j (= 1, 2, …, 
NX) along each ultrasonic beam is estimated using the 
change in the phase of the rF echo [45]–[47]. The re-
sidual displacement uj(km) contains global motion because 
there is small tracking error as shown in Fig. 4. However, 
it is sufficient to estimate the displacements between the 
km th and km+1th frames because the large global motion 
is almost removed (tracked) by the above procedure and 
the residual displacements {uj(km)} are subsamples and 
smaller than half the wavelength of the employed ultra-
sound. This method of estimation of the displacement dis-
tribution significantly reduces the number of calculations 
(there are many frames between the kmth and km+1th 
frames). radial strain εr,j(km) is obtained by estimating 
the spatial gradient of the estimated displacement distri-
bution {uj(km)}.
III. basic Experimental results
C. Transmitted Sound Field for Parallel Beamforming
Figs 6(a), (b), and (c) show the ultrasonic rF signals 
measured by a hydrophone (Toray Engineering, Tokyo, 
H025–002) placed at distances in the depth (axial) direc-
tion between the linear array probe and hydrophone of 10 
mm, 15 mm, and 20 mm, respectively. The output signal 
from the hydrophone was acquired with an oscilloscope 
(Tektronix Japan ltd., Tokyo, Tds2014) at a sampling 
frequency of 1 GHz. The hydrophone scanned at every 0.5 
mm in the lateral direction using a stage. a plane wave 
was formed in the depth range from 10 to 20 mm, which 
corresponds to the typical depth position of the carotid 
artery. The lateral width of the radiated plane wave is 
similar to the transmitting aperture width of about 20 
mm (96 elements). Fig. 6 shows the waveform of the rF 
signal and its envelope along the white dashed line in Fig. 
6(c). The width at half maximum of the envelope was 
found to be 0.4 μs.
B. Comparison of Spatial Resolutions of Conventional 
Linear Scanning and Parallel Beamforming
nylon wires (0.1 mm in diameter) embedded in agar 
(403Gs, Gammex, Inc., middleton, WI) were imaged to 
investigate the spatial resolution in parallel beamform-
ing.
Figs. 7(a) and (b) show b-mode images obtained by 
conventional linear scanning and parallel beamforming, 
respectively. clear images of the 4 wires were obtained. 
In the measurement by conventional linear scanning, rF 
signals focused in real time were acquired at a sampling 
frequency of 40 mHz.
Fig. 7(c) shows the amplitude profile along the cyan 
lines in Fig. 7(a) and (b). The widths at half maximum 
of the amplitude profiles are similar. However, the width 
at −20 db is somewhat greater, which worsens the lat-
eral resolution in the b-mode image obtained by parallel 
beamforming. as shown by these results, parallel beam-
forming achieves a high frame rate (3472 Hz) at the ex-
pense of lateral resolution.
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Fig. 5. Illustration of variables.
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The same wires were then imaged with different num-
bers of elements in receive beamforming. Fig. 8(a) shows 
a b-mode image of the wires obtained with 88 elements in 
receive beamforming. Fig. 8(b) shows amplitude profiles 
along the cyan line in Fig. 8(a) obtained with 4 different 
numbers of elements in receive beamforming. It is well 
known that the lateral beam profile depends on the size of 
the aperture. as can be seen in Fig. 8(b), a slight degrada-
tion of the beam profile was found when 72 elements were 
employed for receive beamforming. There is a somewhat 
distinct degradation in the profile obtained with 64 ele-
ments, especially in the regions indicated by the dashed 
ovals in Fig. 8(b). Therefore, the number of elements in 
receive beamforming was set at 72 in subsequent experi-
ments.
C. Measurements of the Cylindrical Phantom for 
Evaluation of Accuracy in Strain Estimation
In basic experiments for evaluation of the accuracy of 
strain estimation, a cylindrical phantom made of silicone 
rubber was measured by ultrasound. The outer and inner 
diameters were 10 and 8 mm, respectively. The phantom 
contained 5% carbon powder (by weight) to obtain suf-
ficient scattering from inside the wall.
Fig. 9 shows a schematic of the measurement system. 
change in pressure inside the phantom was induced by cir-
culating a fluid using a flow pump. The change in internal 
pressure was measured by a pressure sensor (nEc, Tokyo, 
9E02-P16). The applied pulse pressure was 48 mmHg.
To measure the elastic moduli of silicone rubber for the 
calculation of the theoretical strain profile, pressure-diam-
eter testing was conducted. In that testing, the change in 
external diameter of the phantom was measured with a 
laser line gauge (KEyEncE, osaka, VG-035).
1) Pressure-Diameter Testing: Fig. 10(a) shows the 
trigger signal for driving the flow pump. Figs. 10(b) and 
(c) show waveforms of the internal pressure and change 
in external diameter of the phantom, respectively. In Fig. 
10, the waveforms of 10 measurements are superimposed. 
From the measured internal pressure, pi, and the change 
in external diameter, 2 · Δro, the elastic modulus, E, is 
obtained as follows [49]:
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where ri and ro are the original internal and external radii, 
respectively.
In Fig. 10(d), the measured internal pressure is plotted 
as a function of the change in external diameter Δro. The 
slope, pi/Δro, was estimated by applying the least-squares 
method to the measured data shown in Fig. 10(d). The 
estimated slope, pi/Δro, is shown by the solid line in Fig. 
10(d). Elastic modulus E of the phantom was determined 
to be 749 kPa.
2) Estimation of Radial Strain: Fig. 11(a) shows a lon-
gitudinal b-mode image of the phantom obtained by par-
allel beamforming. In Fig. 11(a), angles ϕ of the receiv-
ing beams were 90 degrees. The method for tracking the 
global motion of the wall (described in section II-b) was 
2631HasEGaWa and KanaI: simultaneous imaging of artery-wall strain and blood flow
Fig. 6. Ultrasonic rF signals measured by a hydrophone placed at dis-
tances between the linear array probe and the hydrophone of (a) 10 mm, 
(b) 15 mm, and (c) 20 mm. The hydrophone scans in the lateral direction 
using a stage. (d) Waveform of the rF signal and its envelope along the 
white dashed line in (c).
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applied for all 72 ultrasonic beams. The receive beam-
forming was performed offline based on the method de-
scribed in section II-a to create the receiving beams at ϕ 
ϕ = 90 degrees.
Fig. 11(b) shows rF echoes from the posterior wall 
along the leftmost beam in Fig. 11(a) during one cycle of 
the flow pump. In Fig. 11(b), shifts of rF signals in the 
direction of depth, which are caused by the global motion 
of the wall, have already been removed. The aligned rF 
signals show that the global motion of the wall was suc-
cessfully tracked.
The radial strain distribution in the posterior wall was 
then estimated by the method described in section II-b 
using the phases of rF echoes. In Fig. 11(c), the estimated 
radial strains are plotted as a function of the distance 
from the luminal boundary of the posterior wall (in the 
directions of the ultrasonic beams). Plots and vertical bars 
show the mean and standard deviation, respectively, at 
each radial position r, which were obtained by the indi-
vidual strain distributions along 72 ultrasonic beams. The 
solid curve in Fig. 11(c) shows the theoretical radial strain 
εr,r of a homogeneous tube at each radial position r, which 
was obtained using the elastic modulus E measured by 
pressure-diameter testing and the measured internal pres-
sure as follows [48]:
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The estimated strain distribution agrees well with the 
theoretical strain profile. mean error emean and standard 
deviation sdmean evaluated by (4) and (5) were 4.8% and 
9.5%, respectively.
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where Ei[·] represents the averaging with respect to beam 
position l.
IV. In Vivo simultaneous Imaging of radial 
strain and blood Flow
The right common carotid artery of a 33-year-old male 
was measured in vivo. Fig. 12(a) shows a b-mode image 
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Fig. 7. b-mode images of fine wires embedded in agar: (a) conventional linear scanning; (b) parallel beamforming; and (c) amplitude profiles along 
the cyan lines in (a) and (b), which are normalized by the maximum amplitudes of the respective profiles.
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of the artery obtained by conventional linear scanning. To 
construct the image in Fig. 12(a), beamformed rF signals 
sampled at 40 mHz (frame rate: 226 Hz) were envelope-
detected, normalized by the maximum amplitude in the 
image, and then converted into brightness.
Fig. 12(b) shows a b-mode image of the same artery ob-
tained by parallel beamforming. a b-mode image similar 
to that by conventional linear scanning could be obtained 
at a very high frame rate of 3472 Hz. To construct the 
image in Fig. 12(b), rF signals received by the array ele-
ments were acquired at a sampling frequency of 40 mHz, 
and receive beamforming was performed offline based on 
the method described in section II-a to form the receiv-
ing beams at ϕ = 90 degrees. as in the creation of the 
b-mode image in Fig. 12(a), the beamformed rF signals 
were envelope-detected and converted into brightness. The 
envelope-detected signals (instantaneous amplitude) were 
normalized by their maximum value among all frames. let 
us define the normalized envelope by Gp(j,l; k), where j, 
l, and k define depth, beam number, and frame number, 
respectively. The radial strain of the posterior wall was 
estimated by applying the same procedure as in section 
III-d to the beamformed rF signals.
blood flow was imaged using ultrasonic beams formed 
with angles ϕ of 70 and 110 degrees. obliquely beam-
formed rF signals were high-pass filtered using the stan-
dard double delay line canceler [44]. The powers of the 
high-pass filtered rF signals were estimated by the con-
ventional power doppler technique. The number of frames 
used for calculation of the average power was 64. The roots 
of the estimated average power were normalized by their 
2633HasEGaWa and KanaI: simultaneous imaging of artery-wall strain and blood flow
Fig. 8. (a) b-mode image of fine wires embedded in agar obtained with 
88 elements in receive beamforming. (b) amplitude profiles along the 
cyan line in (a) obtained by four different numbers of elements in receive 
beamforming.
Fig. 9. schematic of measurement system.
Fig. 10. Waveforms of internal pressure pi and changes in external diam-
eter Δro of the phantom: (a) trigger signal for the flow pump, (b) inter-
nal pressure pi, (c) change in external diameter Δro, and (d) relationship 
between internal pressure pi and change in external diameter Δro.
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maximum among all frames. let us define the normalized 
roots of power by G70(j,l; k) and G110(j,l; k) for beam an-
gles ϕ of 70 and 110 degrees, respectively. as shown in Fig. 
2, regions scanned by beams at these angles overlap. The 
normalized root of power, Go(j,l; k), for obliquely formed 
beams is defined as in (6) (see next page).
With respect to the shadowed region in the right-hand 
side of Fig. 2, echo amplitude G(j,l; k) at each point (j, l) 
in the kth frame is obtained as follows:
 G j l k G j l k G j l k( , ; ) = ( , ; ) (1 ) ( , ; ). (0 1)a a ap o+ - £ £  
(7)
In this study, α was set at 0.9.
Fig. 13(1a) and 13(1b) show images of G(j,l; k) at the 
r-wave of the electrocardiogram and 0.15 s after the r-
wave. as shown in Fig. 13(1b), echoes from blood particles 
are enhanced when the blood flow velocity is high (at 0.15 
s). Fig. 13(1c) shows a blood flow image (at 0.15 s after the 
r-wave) obtained by receive beamforming with angle ϕ of 
90 degrees. by comparing Fig. 13(1b) with Fig. 13(1c), 
the blood flow imaging was found to be much improved 
by changing the angle between the directions of blood flow 
and ultrasonic beam from 90 degrees by oblique receive 
beamforming (ϕ = 70 and 110 degrees). Fig. 13(2) shows 
blood flow images obtained by the same diagnostic equip-
ment based on conventional linear scanning and power 
doppler imaging. although the ability of the conventional 
method to image the echo signals from blood particles at 
lower flow rates (in cardiac diastole) is superior to that of 
the proposed method, the proposed method successfully 
imaged blood flow.
In Fig. 14, the estimated radial strain at the corre-
sponding time is overlaid on the image of G(j,l;k). The 
magnitude of the radial strain shown in Fig. 14 was com-
parable to that of the circumferential strain of about 7%, 
which was obtained by estimating the global displace-
ments of the anterior and posterior walls at an ultrasonic 
beam located at the center of the imaged region based on 
the method described in section II-b (maximum change 
in diameter: 480 μm; original diameter at the r-wave of 
electrocardiogram: 7 mm). In addition, echoes from the 
lumen-intima boundary of the posterior wall are visible 
in the b-mode image shown in Fig. 12(b). In such cases, 
it has been reported that the strain is stably measured 
(standard deviation between cardiac cycles: 6.4% [49]). as 
shown in Fig. 14, the artery-wall strain and blood flow 
were successfully imaged by the proposed method.
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Fig. 11. (a) b-mode image of the phantom in the longitudinal plane and 
(b) rF signals from the posterior wall during one cycle of the flow pump. 
shifts of rF signals in the direction of depth caused by the global motion 
of the wall have already been compensated for. (c) radial strains plotted 
as a function of the distance from the luminal boundary of the posterior 
wall. Plots and vertical bars are means and standard deviations, respec-
tively, for 72 ultrasonic beams.
Fig. 12. longitudinal b-mode image of the right common carotid artery 
of a 33-year-old male obtained (a) by conventional linear scanning and 
(b) by ultrasonic beams formed with beam angles ϕ of 90 degrees based 
on parallel beamforming.
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Fig. 13. blood flow imaging: (1a) and (1b) blood flow images at 0 s and 0.15 s after r-wave of electrocardiogram obtained by parallel beamform-
ing with receive beamforming at ϕ = 70 and 110 degrees; (1c) blood flow image at 0.15 s after r-wave obtained by parallel beamforming with 
receive beamforming at ϕ = 90 degrees; (2a) and (2b) blood flow images obtained by conventional diagnostic equipment based on power doppler 
imaging. 
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V. discussion
In the method herein proposed, the interval of frames 
between which the phase shift of echoes is estimated (in-
terval of 2 consecutive key frames) is much larger than the 
original frame rate of 3472 Hz. However, aliasing does not 
occur because the estimated displacement between 2 key 
frames is the distance corresponding to the interval of the 
points sampled, in this study, 19.25 μm (speed of sound: 
1540 m/s). Therefore, the residual displacements at other 
radial positions after compensation of global motion are 
less than 19.25 μm. When the center frequency of the re-
ceived rF echo is exactly the same as the nominal center 
frequency (10 mHz) of the employed ultrasonic probe, a 
displacement of 19.25 μm produces a phase shift of rF 
echoes of π/2 (corresponding to 38.5 μm). The residual 
displacement at each radial position after compensation 
of global motion is smaller than 19.25 μm, which is less 
than the aliasing limit of 38.5 μm at 10 mHz. In addition, 
only the strain of the posterior wall was imaged because 
there were echoes from tissues between the skin surface 
and the anterior wall, and such echoes would influence 
the strain estimation. The possible sources of such echoes 
were the side lobe and multiple reflection. In this study, 
the influence of the signal-to-noise ratio of the echo signal 
on the accuracy of strain estimation was not investigated, 
and a quantitative evaluation of such influences would be 
required. With respect to the in vivo experimental results 
shown in this paper, the signal-to-noise ratio in the in vivo 
experiment was similar to that in the basic experimental 
result using the phantom (mean and standard deviation 
of normalized amplitudes of echoes in all correlation win-
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Fig. 14. simultaneous imaging of artery-wall strain and blood flow. at (a) 0 s, (b) 0.075 s, (c) 0.15 s, (d) 0.225 s, (e) 0.3 s, (f) 0.375 s, (g) 0.45 s, (h) 
0.525 s, (i) 0.6 s, (j) 0.75 s, (k) 0.825 s, and (l) 0.9 s after the r-wave of electrocardiogram. 
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dows used for strain estimation: 0.26 ± 0.22 (phantom), 
0.19 ± 0.16 (carotid)). Therefore, the accuracy of strain 
estimation in the in vivo experiment was considered to be 
similar to that in the basic experiment.
In blood flow imaging by parallel beamforming, trans-
mit beams are not focused on and the intensity of radiated 
ultrasound is much lower than that in conventional lin-
ear scanning. Therefore, the high-pass filtered rF signals 
must be amplified significantly to visualize weak echoes 
from blood particles. In this process, background noise is 
also amplified, which leads to degradation of the contrast 
of the blood flow image G(j,l; k) (Fig. 13(1-a)) in com-
parison with the b-mode image Gp(j,l; k), shown in Fig. 
12(b). Image degradation at lower α in (7) is significant 
due to the amplification of noise as shown in Fig. 15(a); 
the image in Fig. 15(a) was obtained at α = 0.5. To avoid 
a significant degradation of a blood flow image, α was 
empirically assigned by an operator.
The parameter α was introduced because the discrim-
ination of echoes from blood particles from those from 
slowly moving tissue by high-pass filtration was not suf-
ficient. To improve the discrimination, receiving beams 
were obliquely formed (steered angle: ±20 degrees). How-
ever, the discrimination was not still sufficient. colored 
regions in Fig. 15(b) show the regions where the normal-
ized root of power Go(j,l; k) for obliquely formed beams 
is larger than 0.2. as shown in Fig. 15(b), clutter from 
the arterial wall was not perfectly removed. Therefore, in 
this study, blood flow was displayed in gray scale based on 
(7) without thresholding. Further investigation is required 
for improving the discrimination (e.g., increase in the in-
tensity of a transmit beam and improvement of clutter 
filtering).
as described above, in this study, blood flow was qualita-
tively imaged by high-pass filtering of received rF echoes. 
Ultrasonic beams for blood flow imaging were formed at 
2 different beam angles, the angles of these ultrasonic 
beams relative to the direction of blood flow being differ-
ent. Therefore, there would be discontinuities in an image 
when the flow velocity is quantitatively imaged based on 
the standard doppler technique because the estimation of 
flow velocity significantly depends on the angle between 
the direction of flow and the ultrasonic beam. In future 
work, the quantitative estimation of blood flow velocity 
will be investigated to overcome such problems.
In this study, rF signals received by transducer ele-
ments were acquired for offline receive beamforming. In 
the current system, processing of dynamic focusing at 3 
different beam angles and calculation of strain and blood 
flow is difficult during a frame interval of about 0.3 ms 
(at a frame rate of 3500 Hz). real-time implementation of 
the proposed method requires further optimization of the 
algorithm and development of specific hardware. In addi-
tion, an automated method for detection of the arterial 
wall in ultrasound data needs to be developed for real-
time processing.
VI. conclusions
In this study, a high frame rate acquisition of rF echoes 
(3472 Hz) was achieved using parallel beamforming, which 
realizes the simultaneous imaging of the artery-wall strain 
and blood flow. In the estimation of strain, the global 
motion of the arterial wall was tracked based on the cor-
relation between rF signals, and the displacement distri-
bution in the wall was then estimated using the phases 
of rF signals. The accuracy of the strain estimation was 
validated by a basic experiment using a cylindrical phan-
tom. Furthermore, the wall strain and blood flow of a ca-
rotid artery was successfully imaged in vivo. The proposed 
method would provide useful information for diagnosis of 
atherosclerosis.
appendix 
relationship between steering beam angle and 
Grating lobe
The directivity of a linear array D(ψ) can be expressed 
as the product of the directivity of an array Da(ψ) and 
that of an element De(ψ) [43] as follows:
 D D De a( ) = ( ) ( ),y y y×  (8)
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Fig. 15. (a) blood flow image G(j,l; k) at 0.15 s after r-wave of elec-
trocardiogram obtained by parallel beamforming at α = 0.5. (b) blood 
flow image at 0.15 s after r-wave obtained by parallel beamforming. 
regions where the normalized power Go(j,l; k) were larger than 0.2 are 
colored. 
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where the angle ψ is defined as ψ = 90° – ϕ. The directiv-
ity Da(ψ) shows that of an array composed of omnidirec-
tional point sources (elements), and Da(ψ) is expressed by 
the number of sources Ne and the spacing of sources d as 
follows:
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where ψ0 and λ are the steering angle and wavelength of 
ultrasound in tissue, respectively. The directivity of an 
rectangular element De(ψ) is expressed by the width of an 
element w as follows:
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